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Abstract
Microrheology probes the mesoscale between bulk rheology, which provides an integral sample
response, and nanorheology, which refers to a local response at a molecular confinement level. The
term ‘microrheology’ is often used to refer to optical particle tracking methods that measure a local
response of a sample. In contrast to this, non-optical microrheology techniques generally allow
two different effects to be studied: actual confinement effects on the rheology and boundary effects
such as slip. Investigating the mesoscale range has additional advantages such as the possibility to
perform measurements with small sample volumes and at high shear rates. This review bundles the
wide array of non-optical techniques into five categories: adaptations to a conventional rotational
rheometer, sliding plate rheometry on a micrometer scale, microfluidics, piezo vibrators and radial
channel flows. The concept of each set of techniques is described, together with their operational
window and examples of recent studies.
1 Introduction
Rheology as the science of flow correlates the deformation and deformation rate history of a material to
its state of stress, which is related to the underlying internal microstructure of the fluid or soft solid.
Bulk rheological measurements probe an overall mechanical response of a sample on a macroscopic level
and allow an interpretation of the results with respect to a known or assumed microstructure and its
evolution. However, the integral response of a bulk measurement cannot offer any direct information on
the microstructure, which can vary locally [17, 64]. Moreover, bulk measurements fail to characterize
the behavior of fluids under many processing conditions and usage applications that operate under a
strong confinement of the fluid and its microstructure. Examples include extrusion, bearing lubrication,
inkjet printing, blood flow through capillary veins, or oral processing of food [24]. Consequently, there
is a need to rheologically probe shorter length scales. Molecular thin films of a material can be studied
via techniques that have been referred to as ‘nanorheology’ [34, 66, 72]: atomic force microscopy (AFM)
[77, 81], nanoindentation [96] or with the surface force apparatus (SFA) [54]. Although these approaches
examine a local rheological response, they are aimed at probing an abnormal response of simple fluids
on a molecular confinement level, often focussing on the physicochemical interactions with the confining
substrate. In contrast to this, flows in a mesoscale range (roughly spanning dimensions of 100 nm-100µm)
are of rheological interest if the bulk flow itself is affected by a confinement. This is not the case for
simple fluids but for complex fluids or soft matter with microstructural length scales comparable to the
confinement (and thus for many industrial processing operations as well as in the field of microfluidics).
This range cannot be explored using conventional bulk rheometry nor with nanorheology.
Microrheology aims at closing this gap with experimental research in the mesoscale region. There
are in principle three classes of effects that are probed with microrheology: actual confinement effects
that lead to a different rheological response of the whole sample, itself depending on the degree of
confinement. An example of this would be a confinement induced jamming of particle suspensions,
which has been reported to occur for separations between the shearing surfaces smaller than 5 times
the particle diameter [5]. Secondly, microrheology can probe the local response of a heterogeneous
sample. Such a local response (e.g. the medium viscosity in the mesh of a cross-linked hydrogel) can
be different from the response of the bulk sample (the gel itself) but is not necessarily arising from a
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Figure 1: a. A single leaf of the Drosera plant with secreted mucilage drops. b. A flow curve of Drosera
mucilage, measured with a flexure-based microgap rheometer on a sample volume of 0.3 nL [28].
confinement effect. Thirdly, microrheology enables the investigation of boundary effects such as wall
slip or cohesive and adhesive failure. Such boundary effects are also inherently present in bulk flow
investigations, but can often be neglected due to a dominating stress response of the bulk. However,
in microrheological investigations, they happen on a similar scale as the global deformation of the bulk
sample and can therefore be investigated with much higher resolution [6, 14, 18]. Beneficial side effects
of some microrheological techniques are that they often require only very small fluid samples (as much
as 50 µL [78] or even below 10µL [17, 28, 53]), facilitating the study of samples that are expensive or
only available in limited quantities. Figure 1 gives an example of a flow curve obtained from a sample
volume of only 0.3 nL. Furthermore, decreasing the length scale over which a sample is probed allows
to attain high shear rates [16] that are encountered in many industrial processes (e.g. γ˙ ≥ 106 s−1 as
reported in [23]).
The broad range of microrheological techniques that can be used to probe the mesoscale can be
broken down into two categories: optical and non-optical techniques. Although initially used to describe
all rheological investigations on a microscale, the term ‘microrheology’ is nowadays mainly recognized for
passive as well as actively-driven particles and their, most of the time, optical tracking. Tracer particles
are added to a material and their motion is analyzed to retrieve relevant rheological properties. A recent
overview on optical microrheology applied in the field of food gels and emulsions has been presented by
Moschakis covering topics as magnetic and optical tweezers or diffusing wave spectroscopy [64], and other
comprehensive overviews have been presented by MacKintosh and Schmidt [57], by Squires and Mason
[87] and by Waigh [93]. Although these approaches can have excellent correlation with bulk rheological
data, it should be realized that optical microrheology probes a sample only locally. While this can
enable one to separate the rheological response of a heterogeneous sample, care needs to be taken in the
interpretation of results as for example the probe particles can interact with the surrounding sample,
increasing the risk of erroneous results [12]. Furthermore, these optical microrheological techniques do
not allow to probe confinement effects acting on the whole sample, which can, however, be probed with
non-optical techniques.
This review article gives an overview of the extensive range of non-optical microrheological methods,
subdivided into five categories. While focusing on a description of concept for each group, examples
of specific techniques are provided together with their operating window. Recent studies are indicated
that demonstrate the importance of these techniques for fundamental research, processing industry and
fine-tuning consumer relevant properties.
2 Techniques
Despite the fact that there seems to be a trend of proliferation in different non-optical microrheological
techniques, conceptual similarities arise that allow organization into five clusters. A first category consists
of approaches that use commercially available rotational rheometers at narrow gaps. A second category
are simple planar Couette flows in micrometer dimensions that are generated in sliding plate rheometers
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Figure 2: Illustration of a parallel plate geometry in a conventional rotational rheometer with R the
radius of the plates, H the gap height, Ω the angular velocity, δφ the misalignment angle and ε the gap
error. a. shows the ideal situation without gap error while b. and c. show issue due to a gap error
during zero gap determination and measurement respectively [75].
and their derivatives. A broad range of microfluidic devices make up a third group. The final two clusters
contain more exotic devices that are distinct each in their own nature. Although each set of techniques
has its own limitations or problems, one of the common measurement issues is the decreased applicability
of the no slip boundary condition. A brief description of wall slip is therefore discussed together with
other issues in the first cluster.
2.1 Adaptations to a conventional rotational rheometer
While different techniques have been developed to study the rheology of fluids under high shear or in
microscale confinement, probably the most accessible route is the adaptation of commercially available
rheometers. Reports on utilizing rotary parallel-plate rheometers operating at micrometer gaps go back
to the early 80’s [21, 47, 48] and the idea has been revisited frequently due to the simplicity of this
approach and the ongoing technical improvements of commercially available rotational rheometers [24,
26, 37, 65, 75]. The different approaches can be categorized in two groups: identifying the possible errors
that will arise when operating parallel-plates at micrometer gap separations (and correcting data for
these errors and/or identifying the experimental limits), and secondly, improving the shear geometries
in order to minimize the errors. The main errors that arise when setting small apparent gaps are both
systematic errors in the commanded gap of the rheometer, as well as misalignment of the shearing surfaces
towards each other (parallelism), the surface alignment towards the rotational axis of the rheometer
(perpendicularity) and a possible bending or torsion of the surface itself (flatness) (it should be noted
that the use of the terms parallelism and flatness in rheological literature is ambiguous and also used with
regard to the alignment of the rotational axes). Regularly these errors are combined into a total gap error
with which the apparent gap is corrected in order to determine the actual effective shear rate applied to
a sample. Two recent publications by McKinley and co-workers [75] and Stokes and co-workers [24] deal
in detail with the errors that arise when using a conventional rheometer in narrow gaps. Non-parallelism,
as visible in figure 2, is considered the major contribution to the total gap error ε and is typically found
to be of the order of 5−50 µm [24].
Improvements of the shear geometries to reduce the effect of non-flatness have been introduced by
Mackay and co-workers. They showed that it is possible (with a very well-aligned rotational rheometer
and specially-machined parallel plates) to perform steady shear experiments down to gaps of 10µm
[37]. They also adjusted the flatness of the shearing surfaces by in situ surface lapping of the rotating
parallel-plates e.g. with diamond paste, and simultaneously reducing the roughness below micron size.
[56]. Stokes and co-workers recently presented a study [24] in which they evaluated the capability of
commercially available rotary rheometers for accessing shearing gaps below 100µm with parallel plates
that were, however, selected from a number of similar fixtures with regard to their perpendicularity
error. With this they were able to achieve total gap errors as low as ε = 25µm. Figure 3 shows their
gap-dependent measurement results on a polymer solution and the corresponding gap error correction.
Stokes and co-workers also pointed out that an additional substantial gap error can be induced during
the procedure applied to determine the zero gap setting of the plates [25]. The squeeze flow of air between
well aligned plates can influence the normal force arising during the gap closing which is regularly used
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Figure 3: a. Flow curves of a 0.625 % aqueous polyacrylamide solution measured in a conventional
rotational rheometer with apparent gap separations from 5−100 µm by Davies and Stokes [24]. From
this they determined a total gap error of ε = 25 µm. b. Correction of the measured viscosity and rates
based on this total gap error.
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to determine the touching point of the shearing surfaces.
A number of recent studies have used the above mentioned adaptations and gap error corrections
of parallel-plate setups with micrometer gap separations with a focus on studying fluids a high shear
rates [23, 24, 46, 60, 75], and on confinement effects [23, 24, 46, 89, 95]. In addition, these setups have
been used to study small sample volumes [60], and to mimic usage or processing environment conditions
[23, 46, 89].
Several researchers have recently investigated the effects of non-parallelism, -flatness and -perpen-
dicularity of the parallel plates on the normal stresses determined with rotational plates parallel-plates
at small gap separations. The misalignment can cause a lubrication flow that results in an additional
pressure in the small gap that scales (following the Reynolds equation) with the inverse gap to the third
power. Both numerical and analytical solutions of the Reynolds equation have been utilized to correct
for the lubrication stresses at small gaps and to still extract the rheological response of the fluid [2–4, 16].
A recent parallel plate design utilizes the lubrication pressure to align the rotating parallel plates (of
which one can continuously adjust its position) and minimize the parallelism error [15]. Although only
operating at high rotation rates, this design was capable to measure at gap separations down to 10µm,
limited only by the non-flatness of the surfaces. Xie et al. [97] used a similar idea of self-aligning of
tilting parallel disks via hydrodynamic lubrication, however, not in a rotating mode. They aim was
to measure the pressure drop observed for the radial flow between the two disks in order to determine
the high shear viscosity (the gap separations were limited to > 50 µm). A similarly exotic setup to
minimize parallelism and flatness errors has been suggest by Gong and co-workers who introduced the
idea to operate the parallel plate geometry of a rotational rheometer with the addition of elastic hydrogel
surfaces. Lubrication flows and the arising normal forces deform the elastic surfaces and level out their
misalignment [35, 40, 41]. They also suggested the use of osmotic pressure to actively control the gap
separation between the deformable shearing surfaces.
A straightforward way to determine and correct for the gap errors is to assume all gap errors to be
combined in an effective extra gap ε that adds to the commanded gap H so that the apparent shear rate
γ˙a = ΩR/H (with Ω as the angular velocity) can be corrected to give the true shear rate γ˙true = ΩR/(H + ε)
[47]. Measuring the same fluid (for simplicity best a Newtonian one) at the same stress level but with
different nominal gaps H enables one to determine the total gap error ε from
1
ηa
=
1
ηtrue
[
1 +
ε
H
]
(1)
A linear regression of 1/ηa versus 1/H yields the reciprocal of the true viscosity 1/ηtrue as the intercept
and ε/ηtrue from the slope. The quantified total gap error ε (which is normally a systematic error of the
used geometry and/or instrument) can then be used in further measurements to correct the data. An
example of such a correction to study the true flow curve of a polyacrylamide solution at apparent gaps
of 5−100 µm is shown in a study by Davies et al. [24] (see figure 3).
It should be noted that the gap error is generally not induced by operating a device at micrometer gap
separations, but in principle always present and only starts to dominate the apparent shear rate when
the error reaches a similar dimension as the commanded gap H. A similar ‘ever present’ effect that gains
more importance when operating at smaller gap settings is slip. Whereas for bulk measurements, no slip
is a widely-accepted (and in many cases valid) boundary condition, decreasing the gap separation will
eventually lead to a dominating effect of slip on the rheological response [85]. Similar to the gap error,
slip is not caused by the small gaps, but rather occurs when a rheological experiment reaches sufficiently
high stresses [99]. For a detailed discussion and review on wall slip we refer here to the work of Barnes
[7], Buscall [9], Sochi [85] and Prud’homme [99]. Slip phenomena can be subdivided in two categories,
i.e. true slip and apparent slip. True slip is considered to be present when there is a discontinuity of the
velocity profile at the wall [10, 82]. On the other hand, a localized region of a higher velocity gradient
close to the wall is called apparent slip, e.g. observed for suspensions and emulsions. [62] Apparent
slip can be caused by a variety of mechanisms [85]: depletion of the boundary layer at the wall [86],
formation of a lubrication layer [62], or adsorption of a particle layer on the surfaces [83], adhesive failure
at the interface [1], cohesive failure near the wall [94] or polymer chain disentanglement [55]. The no slip
boundary condition is violated in case of true wall slip but not for apparent slip [7, 85]. Slip is commonly
characterized by a slip velocity and a slip layer thickness. The slip velocity Vs is the difference between
the velocity of the wall and that of the last fluid layer near the wall that behaves as part of the bulk. At
steady state, this velocity is a function of the stress only [99]. The thickness of the slip layer δ (so the
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Figure 4: a. Mooney analysis of flow curve data of a 5 wt% aqueous xanthan gum solution obtained
with shearing gap separations of 5 - 150 µm. Linear regression of data of the apparent shear rate as a
function of the inverse gap (at a constant stress level) using equation 3 yields the bulk shear rate and
slip velocity from the y-axis intercept and slope respectively. b. The slip velocity as a function of the
measured stress as determined from the Mooney analysis. The inset shows the bulk shear rate [14].
distance between the wall and the last bulk fluid layer) depends on the slip mechanism and has molecular
dimensions for true slip, but can be on the order of 0.1−10 µm for apparent slip mechanisms [7].
Wall slip can cause significant errors in rheological measurements (e.g. false thixotropy, erroneous
yield stress detection) but the effects are often underestimated [9, 85]. As pointed out by Buscall [9], the
fractional error e on the viscosity caused by apparent slip, ηa/η−1, can be described in terms of the ratio
of the slip layer thickness to the characteristic scale of the measurement geometry and on the relative
viscosity of the system and is given by
e = 1− ηa
η
=
ηδ
ηδH + ηδ
(2)
where ηδ is the viscosity of the slip layer liquid. Similarly, for true slip this error percentage can be
formulated as e = Vs/(γ˙H + Vs). It is obvious that in both case the error induced by slip increases with
decreasing gap. In rheological measurements on a microscale, wall slip is therefore generally not neg-
ligible. There are different techniques to eliminate wall slip as much as possible. In some methods,
researchers have changed the physical nature of the solid boundaries by changing their surface roughness
or physicochemical properties [76]. Furthermore, choosing a different kind of geometry is also possible,
e.g. a vane geometry [7, 9, 85] (although this is then not related to microrheology anymore). In recent
microrheological studies, rather than attempting to reduce wall slip, researchers have utilized this in-
creasing effect of slip with decreasing gap in order to study the slip mechanism in detail. This has been
done for example to investigate the relation between the slip velocity and the shear stress for a yield
stress fluid [14], or to relate slip in polymer melts to a microstructural source [36].
Such a characterization of the wall slip is traditionally done through rheological measurements at
different sizes of the characteristic measurement scale for the construction of a Mooney plot [63, 99]. For
this the apparent shear rate γ˙a is plotted versus the reciprocal of different measurement scales H, but
for a given constant shear stress σ. From
γ˙a = γ˙ +
Vs
H
= γ˙ +
σδ
ηδH
(3)
one can extract the true shear rate γ˙ from the y-axis intersect and the slope gives the slip velocity Vs (for
true slip) or the slip layer thickness δ (for apparent slip). The characteristic measurement scale depends
on the measurement system, so for microrheology with parallel plates this is the varying gap setting,
but it could also be for example the capillary diameter for a (micro-)capillary rheometer [7, 9, 85, 99].
A recent example of such a slip analysis, obtained from measurements with absolute micrometer gap
settings from 4.5 to 100 µm is given in figure 4.
It should be noted that it is principally not possible to differentiate between the effects of wall slip
and gap error on parallel plate (micro-)rheometry. Equations 1 and 3 use the same fitting procedure
of plotting apparent rheological parameters as a function of the inverse gap. While (luckily) both give
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the sought true rheological parameters from extrapolation, it also means that one cannot distinguish
the cause of the gradient in equations 1 and 3. Unfortunately most of the literature on parallel plate
microrheology is discussed only in terms of either one of the two possible error sources.
In addition to the aforementioned errors, additional effects can arise when measuring with parallel
plates at micrometer gap separations. An overview on general errors that are difficult to correct for
can be found in [24]. For these errors, where no corrections are possible, the window of operation in
which rheological measurements can be trusted needs to be known in order to judge the quality of a
measurement.
One of these error sources is viscous heating. The temperature of the sample can increase when
being sheared through the dissipation of energy as heat. At high shear rates and for highly viscous
fluids this can lead to a decrease in viscosity with time. Although viscous heating is not necessarily
limited to microgap rheometry, the high deformation rates that can be achieved when approaching small
gap separations increase the chance of viscous heating. On the other hand the small sample volume
encountered in narrow gap rheometry enables a fast heat dissipation to the confining surfaces. The
competition of these effects can be captured by the Nahme number that describes the ratio of the time
scales for thermal diffusion to viscous heating:
Na =
ηβH2γ˙2true
kT
(4)
where k is the thermal conductivity, T is the temperature and β = dη/dTT/η is the thermal sensitivity
of the sample [75]. At low values of Na, viscous heating is negligible. The Nahme number increases
quadratically with both shear rate and gap height. For parallel plate experiments with γ˙ ∼ 1/H the
Nahme number is therefore independent of the gap setting for a given angular velocity.
Edge effects are of general concern for parallel plate rheometry. The sample shape in between the
parallel plates that is ideally cylindrical can differ at higher shear rates. However, edge effects on the
measured viscosity are of the order O (H/R)
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[69] and become therefore negligibly small in narrow gaps.
[75]
Similarly, radial migration (and sample loss), due to centrifugal stresses that occur above a critical
shear rate, becomes of less importance when approaching small gaps. The critical rate increases with
decreasing gap (γ˙c ∼ H−3/2), the effect of centrifugal stresses reduces thus with decreasing gaps. [24, 75]
Finally, an apparent increase in viscosity can be observed as a result of secondary flows. Significant
increases in viscosity of Newtonian fluids have been measured when the Reynolds number is getting large:
Re =
ργ˙H2
η
(5)
where ρ is the density [24]. A critical value of Re = 100 has been reported by Turian for this [90]. Again,
for decreasing gaps the value of angular velocity at which this critical value of Re is reached increases so
that secondary flow becomes less important when approaching micrometer gap separations.
The awareness of the above mentioned limitations and possible errors has led to a number of recent
studies that have shown the feasibility of using parallel plates at gap spacings ranging from 1000 µm down
to 5µm. Crawford et al. [23] studied the agglomeration of particles in chemical mechanical polishing
slurries, which are used in the semiconductor manufacturing industry to polish electronic materials.
Furthermore, in the growing research field of food design, rheology of thin films is becoming increasingly
important to correlate food microstructure and composition on one hand and sensory perception on the
other hand [46, 89]. The shear rates that are achieved with parallel plate microrheometry can be as high
as 105 s−1 and a number of publications focussed on this ‘side effect’ of microrheometry studying the
high shear behavior of fluids [23, 24, 46, 56, 60, 75, 89].
2.2 Sliding plate rheometry on the micrometer scale
Similar to rotating parallel plates a sliding plate rheometer can in principle be operated as a microrheome-
ter by decreasing the gap separating the shearing surfaces. Typically a sliding plate rheometer consists
of two parallel surfaces that move with a translational velocity relative to each other to create a planar
Couette flow (as illustrated in figure 5), although the mechanics to move the surfaces and retrieve a
response differ between techniques [33]. Sliding plate rheometers have recently been used to study the
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Figure 5: Planar Couette flow between two parallel surfaces moving with a velocity relative to each other
[74].
Figure 6: CAD rendering of the flow cell of the FMR micro gap rheometer. Two optical flat glass surfaces
confine the sample. The micrometer gap between the shearing surfaces is aligned using nanopositioning
tilt stages and controlled by non-contact distance sensors [74].
gap-dependent behavior in microstructured multiphase fluids [17, 52, 74] or for indirect measurements
of the slip velocity of fluids [14, 36].
In contrast to the simple adaptations to rotational rheometers, distinctively different types of sliding
plate rheometers are used. A first type, based on the rheometer designed by Dealy and co-workers
[33], is the flexure-based microgap rheometer (FMR) constructed by the groups of Clasen and McKinley
[6, 14, 17, 18]. The FMR develops a planar Couette shearing flow (Figure 5) between two optical flats
(Figure 6 shows a schematic of the flow cell), which are each attached to a set of independent compound
leaf springs. The gap between the shearing surfaces can be controlled with nano-actuators over a range
of 1−150 µm. Non-contact inductive proximity sensors are used to monitor the gap, the parallelism of
the surfaces and the shear rate and stress via the displacement of the two springs. Additionally, the
second generation of the FMR, allows simultaneous measurement of the first normal stress difference N1
up to 25 kPa [6].
Similar to the FMR, a biaxial shearing cell with a gap separation of 9 µm has recently been developed
by Cohen and co-workers in combination with a confocal microscopy setup [52]. A multi-axis piezo allows
movement of one shearing surface along all directions while the fluid response is measured by a biaxial
force measurement device (FMD) attached to the second surface. The FMD can reliably measure shear
stresses over the range of 0.05−2000 Pa.
A third type of sliding plate rheometer was recently designed to extract the storage and loss moduli
of complex fluids confined between two sliding plates. Based on earlier developments as the oscillatory
sliding plate rheometer by Granick and coworkers [72] and Braithwaite and McKinley [8] the current
version developed by Christopher et al. is described as a micro-electromechanical system oscillatory
shear microrheometer (MEMS-µR) [12]. The device uses a one-dimensional nanopositioner stage, which
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Figure 7: Example of viscosity curves for skin cream confined in gaps ranging from 13 to 91µm, measured
in the FMR. Bulk measurements using a cone and plate geometry are added as a solid line. For ease of
visualization the results are split in two groups with the upper and lower abscissa [19].
applies a linear strain to the sample. The gap height of 1−10 µm between the shearing surfaces is
adjusted by using different polymer spacers. Oscillatory shearing deformation are induced by Joule
heating that drives the holding beams to expand and buckle. By recording the motion with a reflected
light microscope, both amplitude and phase difference can be used to determine dynamic moduli at an
applied frequency.
Analogous to the errors in conventional rheometers that are used at narrow gap spacings, misalign-
ment is the principal source of inaccuracy in sliding plate microrheometry. A tilt angle accuracy has
been reported of 0.003° for the FMR [6, 17, 18] and 0.0075° for the biaxial shearing cell [52]. For the
MEMS-µR, a compliance in the actuated stage allows for an upward displacement caused by surface
tension [12]. Further gap errors can be caused by dust particles (∼ 5 µm) that are trapped in the narrow
gap [17] or the non-flatness of the surfaces [12, 17]. Secondary flows is on the order of the gap height
and can be neglected if the contact area is sufficiently large [17].
Sliding plate rheometers have been deployed successfully in several recent studies. Confinement effects
and yielding phenomena in microstructured emulsions [17] and suspensions [52] have been investigated,
as well as steady shear rheology on thin films to detect the onset of non-Newtonian behavior at high
shear rates [18]. An example of confinement dependent microrheology of a complex fluid determined
with a sliding plate rheometer, is given in figure 7. Because of the simple planar Couette flow, also slip
phenomena and slip velocities (e.g. for yield stress fluids [14] or polymer melts [36]) have been probed.
2.3 Microfluidics
In general, microfluidics is considered to be the handling of small fluid volumes in geometries that have a
characteristic size on the order of 0.1−100 µm. For microrheometry in the most simple form a microfluidic
channel resembles a miniaturized version of a capillary rheometer in which the pressure drop over a
channel section is related to the stress in the fluid, and the volumetric flow rate to the shear rate in the
channel. For the general measuring principles of a capillary rheometer we refer at this point to standard
textbooks [58]. In comparison to bulk capillary rheometers microfluidic rheometers as the commercial one
depicted in figure 8 have several valuable features: low Reynolds number flows, high shear rates and small
sample volumes [11, 42]. In addition to this also the relative easy and cheap production of microfluidic
chips has spawned a number of different designs of microfluidic (micro-)rheometers. Although there is
a significant number of design parameters that vary between different devices, the general concept is
the same. The channel geometry can be slit shaped [11, 27, 38, 49, 53, 75, 84, 88], square [42, 70] or a
combination of a rectangular and a cylindrical shape [22]. The flow in the channels is either generated
under a constant flow rate [22, 42, 75, 84] or a constant pressure [27, 53]. The pressure drop over the
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m-VROC measures viscosity from the pressure
drop of a test liquid as it flows through a rectangular 
slit—a well known scientific application (K. Walters, 
Rheometry, Chapman and Hall, London, 1975).
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Figure 8: Schematic of the m-VROC microcapillary rheometer from Rheosense, Inc.
channel is measured by ocal pressure sensors in the channel w lls [22, 75], in ine with the channel [27, 42]
or with pressure sensors in icrocavities linked to the channel [11, 49, 70, 88]. If the flow rate is not
directly set, in some devices the flow rate is also monitored e.g. by recording the position of a fluid
interface as a function of time [53], by electronic droplet sensing [88] or simply with a balance [27].
The limits of the microfluidic devices for microrheological measurements depends on their design. For
channel heights typically on the order of 10−100 µm [11, 22, 38, 42, 70, 75] shear rates up to 104 −106 s−1
are achieved [42, 49, 70]. The measur ble stress is restrict d by either the measurement range of the
pressure sensors or by the bonding strength of the device for which upper pressure limits on the order
of 106 Pa are reported [11].
Similar to other microrheology techniques, microfluidics is subject to several error sources. The
above discussed viscous heating, inertia and turbulence can generally be neglected due to low Nahme
and Reynolds numbers. However, for microfluidic rheometry three other sources for errors are discussed.
Any deviation of the desired cross-section of the channels from the nominal values will affect the actual
shear rate in the channel for a given flow rate. In particular local variations in the channel width and
surface structure can significantly alter the flow profile [75]. Secondly, the application of constant flow
rate in microfluidic devices is challenging [75]. Finally, similar to measurements in a regular capillary
rheometer also the flow in microfluidic channels is affected by entrance and exit effects that need to be
corrected for for example via a Bagley correction [42, 58]
Microfluidic devices have been used extensively by i.a. the groups of Burns [53, 88] and McKinley
[38, 75, 84] due to the relatively low cost to produce and ease of operation [42]. The g ometrical
resemblance to many processing or usage conditions, the fact that no shear history is established on the
fluid (only fresh material flows through the channels) and the advantage that the fluid has no free surface
area (which prevents edge failure) all contribute to its success. Research on non-linear dynamics of semi-
dilute aqueous polymer solutions uses microfabricated contraction-expansion geometries to identify the
flow regimes and vortex growth mechanisms [49].
2.4 Piezo vibrators
Miniaturized vibrating sensors have been used successfully in rheological investigations, in particular
developed by the group of Pechold and Jakoby. Several types of micromachined vibrating actuators
are suitable for the simultaneous measurement on the micro scale of viscosity and density as well as
the storage and loss moduli, G′ and G′′ [30, 31, 44, 51, 78–80, 91]. The devices in this category can be
grouped based on the phenomenon that is used to induce motion in the actuator (e.g. piezoelectric effect
[20, 30, 31, 44, 51, 59, 80, 91], electromagnetic-acoustic effect [78, 79]) and on the type of motion (e.g.
axial [51, 91], shear [20, 30, 31, 44, 59, 78, 79] or bending vibrations [80]). Furthermore, these vibrators
can either be immersed in a liquid, have the sample deposited on top of the vibrator, or have the sample
bounded by two surfaces. In the first case, as shown in figure 9, only a microscale layer gets probed by
the actuator (the thickness of the layer depends on the propagation depth of the shear wave [39]) while
both latter cases measure a thin film that may confine the fluids microstructure.
Jakoby et al. outline several types of piezo vibrators [39]. Two common types that have been suc-
cessfully implemented in rheological characterizations are thickness shear mode resonators and magnetic
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Figure 9: Illustration of the shear wave propagation (represented by the decay length of the shear wave
δ) through a fluid in contact with a TSM resonator [39]. The high frequencies employed in these devices,
lead to only a small (micrometer) penetration depth of the shear wave. For macroemulsions with a
characteristic size of the droplets larger than δ, the sensor will not be affected by the presence of the
droplets and only probe the viscosity of the continuous phase.
Figure 10: Illustration of a plate resonator immersed in the fluid [79]. The metallic resonator is centered
between the bottom housing and the top magnet. Vibrations are excited by Lorentz-forces in combination
with the perpendicularly oriented magnetic field. As a result an electric field is generated in the moving
plate and detected in a second loop.
acoustic resonators. Thickness shear mode resonators (TSM) use a quartz disk with electrodes on both
sides. By imposing an AC voltage over these electrodes, vibrations are generated in the disk due to the
piezoelectric effect. When the disk is immersed in a liquid, the viscosity and density can be determined
since the liquid adds an additional mass and enhances viscous damping of the device. TSM resonators
can be manufactured to excite axial, shear or bending vibrations. Like vibration due to the piezoelectric
effect, acoustic waves can be generated with magnetic acoustic resonator sensors (MARS), as shown in
figure 10. When a static magnetic field is placed next to electrically conducting disks, Lorentz forces
generate various mechanical vibration modes. The interaction of the vibrating structure with the fluid
is similar to the response in a TSM resonator [39].
The operational window depends on the specific device and cannot be generalized as such. Never-
theless, several common ranges can be provided. Due to the integrated nature of these systems, extreme
operating conditions are possible: e.g. high temperatures, broad range of pH-values and high pressures.
Compared to conventional rheometers that operate in a frequency range of 10−5 −102 Hz, the microma-
chined devices excite vibrations between 10−1 and 105 Hz and can thus also be utilized as high-frequency
rheometers (in addition to their capability to probe small length scales. For systems that investigate
confined samples, gaps in the range of 5−200 µm have been reported [91]. Applying this technique to do
rheological measurements involves correlating the interaction of the sensor and the sample to rheological
characteristics. However, this relation is not trivial [80] and requires most of the time the calibration
with fluids of known properties [79, 80] to characterize the damped vibration of the surfaces.
Piezo vibrators (PVs) have provided microrheological insight in a number of recent studies. They
can monitor crystallization through the viscosity of the reaction mixture during zeolite crystal formation
in thin layers and fluid volumes [30]. In this application it is key that the device presents an in situ,
real-time and non-destructive measurement. In other investigations, PVs have been used to complement
measurements in a conventional rheometer to expand the frequency range in the determination of dynamic
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Figure 11: Cross sectional illustration of the PDRFM by Xie et al. [97]
moduli [43, 51, 67, 68, 71, 92] and to access the linear viscoelastic properties of fluids that exhibit short
relaxation times. Relaxation times as low as 10 µs can be studied, which are comparable to jetting
processes (30 µs) [91]. Furthermore, piezo axial and rotary vibrators have been used to study in situ
the rheology of drying, microscopically thin films [73]. Collin and Martinoty have used a rheometric
device that relies on the piezoelectric effect to study the effect of confinement on the complex moduli of
liquid-crystal polymers and on polymer melts. They reported a controversial observation for a micro-
meter confinement dependent transition from a liquid to a gel-like response for thin samples (< 20 µm)
[20, 59]. The discussion of this result sparked a discussion on the possible error sources for non-optical
microrheology as for example pointed out by McKenna [61].
2.5 Radial channel flows
The microrheological investigation techniques with rotational or sliding plate rheometers described above
have with their misalignment error a distinct disadvantage during a shearing deformation. In order to
accommodate this issue, radial flow rheometers have been designed. The constant velocity squeeze flow
rheometer (CVSFR) of Yan et al. [98] uses well aligned, roughened parallel plates that squeeze out
the fluid in between with velocities in the range of 50−600 µm s−1 while monitoring the normal stress
with a piezoelectric force transducer. The device can operate down to confinement levels of 6−30 µm.
Rheological parameters are calculated from the normal stress and the velocity (e.g. via the Stefan
equation for Newtonian fluids) [98].
In the self-aligned pressure-driven radial flow microrheometer (PDRFM) of Xie et al. [97] as shown
in figure 11, a pair of flat concentric disks is used where the upper surface can bob freely on the fluid
film. The latter is established by pressurizing the fluid into the gap between the disks through an inlet
channel at the center of the bottom surface. The upper disk is pushed down with a constant load and
lubrication flows cause a constant gap that can be adjusted via the applied load. The fluid film thickness
is measured and gaps are reported over a range of 55−152 µm. A maximum steady state tilt angle was
measured to be 1.2× 10−5 rad [97].
Willenbacher and co-workers have similarly used a ring-slit die in a capillary viscometer to study
the flow-induced aggregation [29, 32, 50]. The piston of the viscometer moves at a constant velocity in
the range of 1−990 mm min−1 and forces the sample to flow at a constant flow rate through a slit with
an adjustable height between 10 and 30 µm. In this setup, the pressure is measured with a transducer,
located above the die (as shown in figure 12).
3 Conclusions
The versatility of microrheological techniques has instigated a change in the characterization of complex
fluids. Whereas measurements of the bulk rheology have played a dominant role in the past, it has become
apparent that, depending on the usage or processing conditions, this is insufficient to unravel all the
phenomena encountered in real-life applications as well as in fundamental investigations. Microrheology
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Figure 12: Illustration of the ring-slit device [32].
is one additional tool for more specific investigations. Whereas optical microrheology focuses on local
dynamics and properties of a sample, the non-optical techniques discussed here allow to probe bulk
samples while taking one or more relevant dimensions to the microscale. This can be a confinement of the
sample: in a comparison between two different types of mayonnaise, Clasen et al. found no difference in
the bulk rheology of natural and fat free types using a conventional cone and plate rheometer, concluding
that both were designed to have the same macroscopic shear flow behavior. However, utilizing a sliding
plate rheometer on a microscopic scale, the measurements revealed a difference in the interaction of
the microstructure with the confining geometry, possibly accounting for the difference in texture and
mouthfeel [13]. Similarly the use of microrheology has been advocated by Stokes and coworkers, who
state that confined Carbopol suspensions reveal a solid-like behavior of the gel with decreasing gap [24].
Other applications of non-optical microrheology include the improved investigation of boundary layer
effects of bulk samples as slip [14], stick, [17] or yield layers [19]. In addition to rheological effects that
are directly probed by microrheological measurements, other perks have equally been illustrated. For
instance, the rheology of minute amounts of spider silk or drosera plant mucus has been investigated
at large deformation rates, comparable to the strains encountered in vivo [28]. As a matter of fact,
the low availability of fluid extracted from the spider’s silk gland would render characterization using a
conventional bulk rheometer impossible [45].
There is no straightforward choice from the broad range of non-optical microrheological techniques.
The type of sample (e.g. availability, interfacial properties) and the desired information (e.g. properties
akin to a certain process, fundamental properties for modeling) play a crucial role in this decision. For
most investigations however, microrheology will complement measurements of bulk properties.
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